MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES .
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM RECEIVED
DATAMASTER MAINTENANCE REPORT [ByCaroJ'Dayala:ZZam, Oc!:i‘l.‘-zoﬁl

Complete this reporl at the time of the regular monthly preventive mainlenance check {nol to exceed 35 days),
Complets this report whenevar the instrument is serviced or repalred and whenever Il Is placed into service.
Retaln the original and send a copy within 15 days to the Breaih Aloohol Program, DHSS.

DATAMASTER SN NANE OF AGENCY DATE OF INSPEGTION
204004 Washington Police Depariment 10/29/2013
TIME OF INSPECTICN

LOCATION OF INSTRUMENT {STREET AND CITY)
301 Jefferson 8t; Washingion, MO 6:57 pm
CHECKLIST: Place a mark In the box by each ltem if found to be sallsfactory or f oparating within established llmits. (Write In observed values

whare determined.) Unmarked items must be corrected before using Instrument,
I/l DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 10/28/2013/ 18:57
[/] coMPUTER DETECTOR
] proGRAM M FiTERS
I/ HEATERS SAMPLE CHAMBER _____ 50°C V] quarTZ STANDARD
[/1 rLow pETECTOR | [/ caLiBRATION
[/] PUMP HiGH SPEED [/] PRINTER
[ INDICATOR LIGHTS
[/l SIMULATOR SOLUTION SUPPLIER Repco LOT # 13002 EXP. DATE 06/19/2015
I/] SIMULATOR TEMP (34°C £ 0.2°C) 34.0 °C SIMULATOR SN 502232 EXP. DATE

[/} cALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run thres tests using a standard solution, All three tesls must be within £5% of the standard value and must have a spread of .006 or
less. Mark the box corresponding to the standard solutlon belng used, (PRINTOUT ATTACHED)

IZi 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% MNCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST2= (g5 TEST3 = (g5

TEST 1= 095

IZ] PERFORM R.RI. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O [(0-.04} 1 {.05-,08) 0 {(10-14) 0 (.16-.19) 2 OVER .18 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMIFS
(USE OTHER SIDE iIF NECESSARY).

INSPECTING OFFICER

SIGNATURE y /2 PRINT FULL NAME T

= 2 %)L // , L > Sgt. Paul R. Kesterson DSN 279

TYPE T PERMIT NUMBEREXPIHATION DATE TELEPHONE NUMBER

220348 - 10/10/2014 {636) 320-1083

RETURN COMPLEFED REPORT TO THE: Breath Alcohol Program, MO Depatlment of Health and Senior Services, Scutheast Distrlet Office

2875 James Blvd,
Poplar Bluff, MO 63901

MO 680-1488 (2—08) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION ERMPLOYER
servies provided on a nondlserimalony basls

LAB-116




REPCO MARKETING INC.

3101-188 STONYBROOK DRIVE
RALEIGH, N.C, 27604
819-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, ¥nc,

LOT NUMBER: 13002
EXPIRATION DATE: June 19, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc, manufactured, tested and supplied Lot Number
13002 _ of Alcohol Certified Solution for simulators. Random samples of said lot -
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __,1217 - - gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be fice of

any interferring substance.
This solution will produce a vapor alcohol value of _100_+/-3% gms/210L
Breath when heated to 34 Degrees Célsius +/-0.2 Degrees Celsius in a simulator

(95% Confidence).
The date of manufacture for this lot number is June 20, 2013

The expiration date for this lot numberis - June 19, 2015 at

11:59 p.m.
This document is a trl}e representgtion of the original Certificate of Analysis.

&.&E——Qigf AV AR

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02




Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
WRSHIMSTON POLICE DEPARTHEMT

FAC DATAMASTER SERIAL HUMBER =2Bd40d
iB-29-13
12857
—em BIAGHOSTIC CHECK ---
COMPUTER! OEAY

PROGEAM (B4-B7-2808%0:  OKEAY

HEATERS
SAMPLE CHAMRER: S
FILOW DETECTOR: oKaAY
PP
HIBH SPEED! QK
~  DETECTOR: DAY
L FILTERS: HKRY
::::i]-QUHRTZ STAHDARD: ORAY
AL TERAT LOH: DKAY

FRIMTER TEST
PUERE L bkt y — /B1E3456 750 § L PRABCDEFS
HIJELHHOPERSTUYKYZ D 3 Y abesde { ghi.jk Iino
pars by | 37

Operator Si gnatuf /

220802




I3

Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket |

STATE OF MIZZ0URI
WASHIMBTON FOLICE DEFARTHENT

BRAC DATAMASTER IERTAL HUMEER 840484
1948913

TESTING OFFICER:
KESTERSIHAFALL-E

OFFICER I.D.: BP9

PERMIT HUMBER: 220343

ERPIRATION TATE: 18-18-14

MISCELLAMEOUS DATA:

~-~ ZSUFEREVIZOR MHODE ——-

BLANK TEET « K55 ipree

THTERNMRL ETRHDIRRD VERIFIED  19:68
EMTERNAL STANDARD Y L 1991
BLARK TEXT - B 19:61
EXTERNHAL STAMDARD . 393 19:62
BLAMK TEET L EHEE 1963
EHTERHAL STHHIARD .~ Eb 1943
BLAME TEET . HiR i9:43
M= 3

BIM. = .1

AVG, = 895

Op‘crator Signature /g?’ m

2208-02




~* Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

STHTE OF MISSOURI
WASHIMGTOH POLICE DEPARTHEMT

BRC DATAMASTER SERIAL HUMBER fEdpnd
182913

ARREST TiME: 15:45
SHRJECT MAME:

M
DORY ml-gi-7¢1 FEXS M
STATEAN.l.. 2 HOHAA
ARRERTIMG OFFICER:

A
OFFICER T.0n: GRS
e TESTIHG OFFICER:

- EESTERSOH-FAUL-R

" ODFFICER I.l: 272
FEEMIT MUMBER: 286348
ESPIRATION DATE: 18@-1d~14
MISCELLAMEDUS DATH:

BRI CHECK

-~ BREATH ANRLYSIS —--
ELANMK TEST . B8 19156

" INTERMAL ETANDARD VERIFIED 1984
RAGID THTERFEREMCE

. Operator Signature 2.
220802




 expres 10/10/2014

State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

PAUL R KESTERSON

is hereby authorfzed to inistruct and supsivise operators, train Instructors, Inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s): -

DATAMASTER

for the determination of the alcoholc content of blood from a sample of explred {alveolar)
air. [ssued under the provisions of seciions 677.020 through 677.041, RSMo 1986.

1071072012 A e

Data
Direotor of Stale Publlo Health Laboratory

220348 // é i Q,ﬂ%

Dhectar, Department of Health
Lab, 4 {A17-86}

Number

MO 5800771 {7-88)




